Introduction {#sec1}
============

Repair of hepatic artery aneurysm (HAA) is recommended when the aneurysm reaches 2 cm in diameter because of the increased rupture risk and an associated 70--100% morbidity following rupture. Open repair has morbidity rates as high as 70%,[@bib1] therefore, endovascular therapy may become more common in HAA treatment. In this report, a case of proper HAA (PHAA) treated by transcatheter arterial microcoil embolisation is presented. The PHAA was 65 mm in diameter and was located very close to the origin of the gastroduodenal artery (GDA) at the inflow site, and the junction of the right and left hepatic arteries at the outflow site. The distal balloon occlusion technique was adopted to tighten and make more compact the embolisation of both the right (RHA) and left hepatic artery (LHA) to prevent occlusion of any branches, which could compromise the intrahepatic collateral circulation. The proximal balloon occlusion technique was also adopted to control the blood flow to perform coil embolisation without microcoil migration into the aneurysm.[@bib2] Moreover, the uniqueness of the double axial catheter method inserted through an originally developed single catheter was demonstrated. This method has been reported for brain artery aneurysm repair,[@bib3] however, this is the first case report to show the successful use of the technique in PHAA repair.

Case report {#sec2}
===========

A 73 year old woman was referred with a large PHAA. The asymptomatic aneurysm was found incidentally during pre-operative evaluation for osteoarthritis treatment. A palpable abdominal mass was seen and the diagnosis was confirmed by abdominal ultrasound. The patient had a medical history of acute lymphocytic leukaemia. Chemotherapy was performed according to the JALSG-ALL97 protocol as previously reported,[@bib4] and whole brain irradiation therapy was added to prevent central nervous system involvement by the leukaemia, which the patient had had six years previously. The patient was in remission from leukaemia and did not receive any treatment. There was no medical history of trauma, abdominal surgery, or pancreatitis. Blood tests were normal and there was no evidence of inflammation or infection. Contrast enhanced abdominal computed tomography (CT) and coeliac artery angiography confirmed the diagnosis of PHAA, which had a diameter of 65 mm ([Fig. 1](#fig1){ref-type="fig"}a and b). No other aneurysm was identified. Coeliac artery angiography through the right femoral artery showed that the PHAA was located 11 mm distal to the origin of the GDA proximally, and 7 mm from the junction of the right and left hepatic arteries distally ([Fig. 1](#fig1){ref-type="fig"}b). Through an originally developed 4.5 Fr guiding sheath (Parent Plus 45: shepherd hook type) in collaboration with Medikit Co. Ltd. (Tokyo, Japan), which is large enough to carry a 2.7 Fr high flow microcatheter (Renegade HI-Flo; Boston Scientific, Boston, MA, USA) and Logos Micro Balloon (Pilorax Medical Co., Yokohama, Japan). A 1.9 Fr microcatheter (MARVEL, Tokai Medical, Kasugai, Japan) was inserted into the 2.7 Fr high flow microcatheter in the form of a dual coaxial system.[@bib2] First, the RHA was successfully embolised using the distal balloon occlusion technique ([Fig. 2](#fig2){ref-type="fig"}a) with two microcoils (Orbit Galaxy; Cerenovus, Irvine, CA, USA) ([Fig. 2](#fig2){ref-type="fig"}b). Second, the LHA was embolised using two microcoils in the same manner as the RHA, and an additional microcoil was placed at the junction between the right and left hepatic arteries (Ruby coil; Penumbra, Inc., Alameda, CA, USA) ([Fig. 2](#fig2){ref-type="fig"}c and d). Next, the proper hepatic artery was successfully embolised using the proximal balloon occlusion technique ([Fig. 2](#fig2){ref-type="fig"}e) with three microcoils (two Orbit Galaxy coils and a Ruby coil) distal to the origin of the GDA, without occluding it ([Fig. 2](#fig2){ref-type="fig"}f). Coeliac angiography after embolisation showed the completely occluded aneurysm ([Fig. 3](#fig3){ref-type="fig"}).Figure 1(a) Contrast enhanced computed tomography revealed a huge aneurysm of the common hepatic artery. (b) Coeliac angiography demonstrated a saccular aneurysm 11 mm distal to the origin of the proper hepatic artery and 7 mm proximal to the junction of the left and right hepatic artery. *Note.* CA = coeliac artery; CHA = common hepatic artery; SA = splenic artery; GDA = gastroduodenal artery; LHA = left hepatic artery; RHA = right hepatic artery; HAA = hepatic artery aneurysm.Figure 1Figure 2Coil embolisation using the distal balloon occlusion technique. (a) Angiography during catheterisation shows a microcatheter inserted into the right hepatic artery (RHA) under distal balloon occlusion (white arrow) in the RHA. (b) Angiography during coil embolisation shows a tight and compact coil. (c, d) Similar to the left hepatic artery (LHA). (e, f) Under proximal balloon occlusion in the proper hepatic artery.Figure 2Figure 3Angiography of the coeliac artery after embolisation.Figure 3

The patient recovered fully without any complications. Enhanced abdominal CT examination one year after treatment revealed no exacerbation of the PHAA sac, and aneurysm shrinkage to 3 cm ([Fig. 4](#fig4){ref-type="fig"}a).Figure 4(a) Abdominal enhanced computed tomography one year after treatment showing the hepatic artery aneurysm diameter reduced to 3 cm. (b) The white arrow shows the collateral artery from the superior mesenteric artery, and the white dotted arrow shows the collateral artery from the gastroduodenal artery to the right hepatic artery.Figure 4

Discussion {#sec3}
==========

Although rare, HAA is the second most common type of visceral aneurysm after splenic artery aneurysm. The incidence of HAA is 0.01% in routine autopsy reports.[@bib1] This very rare disease requires determination of the best treatment, weighing open surgery against the endovascular therapy. Although open surgical repair of HAA remains the gold standard, it is technically difficult and carries a potentially increased morbidity risk. As such, minimally invasive endoluminal techniques may offer a distinct advantage over conventional repair.

Coil embolisation is an alternative to open repair and has become increasingly popular. Technical difficulty arises from the short coil embolisation site, as in this case. The balloon occlusion technique was adopted. When microcoil embolisation of PHA, RHA and LHA is performed, the distal balloon occlusion technique is used. Therefore, the microcoils can be placed accurately and over as short a segment as possible without migration. This method can embolise the target artery more tightly and compactly than the proximal balloon occlusion technique.[@bib5] As a result, it also prevented occlusion of the collateral branch that supplies blood flow distally.[@bib2] Also, the original 4.5 Fr guiding sheath system was used, so only a single approach via the right femoral artery was required. Usually with microcoil embolisation under balloon occlusion, the microcatheter and microballoon catheter have to be placed for each microcatheter via the right and left femoral arteries.[@bib2] In this case, an original 4.5 Fr guiding sheath system was developed, and therefore only a single sheath was inserted via the right femoral artery. This is apparently the first case report using the system to treat PHAA.

The risk of hepatic necrosis was proven to be small in this case, but collateral circulation via the right inferior phrenic artery and subcostal arteries does not always restore arterial blood flow after ligation of HAAs distal to the GDA.[@bib6] In the present case, there was a collateral artery from the GDA and a small mesenteric artery to the LHA, which was shown by enhanced CT ([Fig. 4](#fig4){ref-type="fig"}b). However, when microcoil embolisation of the PHA was performed, only the proximal balloon occlusion technique was used for control of blood flow to prevent migration of microcoils.

In conclusion, transcatheter arterial microcoil embolisation to treat a PHAA using the proximal and distal balloon occlusion technique with an originally developed 4.5 Fr guiding single sheath system was performed. This technique is an effective and minimally invasive treatment in patients with PHAA, using the isolation technique under balloon occlusion with a 4.5 Fr guiding sheath via single groin access. Although the PHAA diameter shrank to three cm, the diameter remains large. The patient will be followed carefully.
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